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Area illumination
Å To analyse the impact of 

illumination area we 
needed to confirm a flat 
field and an accurate mask 
measurement

Å A Photek 40 mm image 
intensifier (MCP140) with 
the same design of input 
window was substituted 
for the PMT

Å Line profiles then 
confirmed the flat field 
and provided accurate 
mask measurements

Photekare a well-establishedsupplierof microchannelplate (MCP)photomultiplier tubes (PMT)to the inertial confinementfusion community. We haveseveraldetectors
installedat NIF,Omega(LLERochester)andOrion(AWE). TheMCP-PMTsproducedby Photekhavethe shortestresponsetime recordedby devicesof this type.
Theanaloguesignalsproducedat the major ICFfacilitiescovermanyordersof magnitudeandoften needmultiple detectorsoperatingat different levelsof electrongain. As
such,understandingthe uppersaturationlimit of MCP-PMTsto largelow rate signalstakeson a highimportance.
A previousstudy examinedthe analoguesaturationof MCP-PMTswhen subjectedto increasingoptical flux levelswith pulsewidths from 4 to 100 ns, and alsohow the
operating gain of the MCPsinfluenced the nature of the saturation. This analysisre-createsthe experimentalconditions which usesa beam-splitter and a reference
photodiodeto providethe arbitrary x-axis,andcontinuesto explorethe parameterspaceby analysinghow the saturationon a singleMCP,40 mm diameterPMTis affected
by the amountof activeareaexposedto the incomingsignal. Wealsolookat the impactof the MCPto anodeextractionfield on the levelof saturation.

Extraction Field
Å In some PMT models the extraction field from MCP to anode is fixed by Zener diodes to 

maintain the pulse shape
Å Other models allows this field to change as the gain is adjusted
Å This analysis looks at a double-MCP PMT operated at 3,100 gain
Å A square 500 ns input pulse is pushing the PMT into saturation as shown (left)
Å Closer inspection (right) shows a very small but detectable relationship between signal level 

and extraction field at the deep saturation point

Å PMT140at 2,350gain
Å Data for four maskdesignstaken

from 30to 100ns
Å As before, saturation is 

independent of pulse width 
(example shown left)

Å All data had area factored in and
displayedon samegraph(right)

Å Linear region (up to 1.5 C/cm2)
shows no change within
measurementerror ςlinear with
area

Å Deep saturation shows extra
signalavailablefor smallerareasς
possiblychargeάōƻǊǊƻǿƛƴƎέfrom
unusedarea
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Photodiode Integrated Charge (Arbitrary Units)
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Mask Designs showing illumination area

40 mm (nominal)
12.6 cm2

25 mm (nominal)inverted
7.5 cm2

13 mm (nominal)
1.4 cm2

25 mm (nominal)
5.6 cm2

ExperimentalLayout
Å Using a photodiode (Photek 

PD010) on each pulse provided a 
known reference for the light 
source, removing the need for 
calibration

Å Each data point consists of the 
integrated charge of the signal 
pulse from the photodiode (known 
to be linear over this range) and 
the same from the PMT

Å To ensure a flat field over the full 
40 mm diameter area, extra 
diffusers were added

Å The pulse width and amplitude of 
the laser diode pulses were 
controlled by a software script that 
also read out the charge values 
from the oscilloscope

AreaSaturation


